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Assembly Sterilisation

Contents:
1 x Medical Silicone Mask
2 x Medical Silicone Straps
2 x Plastic Insert
30 x Filters

Assembly:

1. Remove the items from their packaging and place 
on a sterile  surface.

2. Remove one filter and sandwich it in between the 
two parts of the white plastic insert.

3.3. Slot the inserts and filter underneath the lip on the 
inside of the mask and stretch the rim of the mask 
around the inserts and filter to form a tight seal.

4. Carefully use a pen or some other pointed object 
to clear the two holes on either side of the mask.

5.5. Insert the ends of the straps into the holes, with 
one strap at the top of the mask and the other at the 
bottom.

6. Put on the mask and adjust the length of the straps 
for comfort, ensuring a tight seal between the edges 
of the mask and your face.

7. Cut the ends of the straps as needed.

Sterilisation:Sterilisation:

1. Remove and dispose of the used filter.

2. Place the plastic inserts into a cup of boiling water.

3. Place the mask and straps into the microwave and 
set to 600w for 5 minutes.

4. When cooled, remove the mask and straps from 
the microwave and the inserts from the water.

5.5. Assemble the mask with a new filter as above.

Medical Silicone Mask Starter Pack

Instructions
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Specifications

Certification

Warnings
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This is a reusable mask with disposable filters 
which should be changed after each use. One 
filter should be used for no longer than 10 
hours before replacement.

We provide options of generic TNT, FFP2 
certified, or IIR certified filters, which can be 
easily purchased from waivlength.com.

TheThe mask is made from 100% VMQ medical 
silicone, containing silver ions which make the 
surfaces permanently antibacterial. This 
reduces sweating and bad orours, as well as 
the risk of infection. The medical silicone mask 
and straps can be sterilized within 5 minutes in 
a microwave at 600W.

TheThe white inserts are made from 100% PA5 
plastic, which can be sterilised in boiling water 
for 5 minutes. Inserts are not microwavable.

Does not constitute an Individual Protection Device. Not a medical device. Not suitable for children 
under 3 years. Not reccommended for individuals with respiratory problems.

VMQ Medical Silicone in accordance with:

ISO 10993-1
UPS class VI
FDA 177.26
BfR XV
EC 1925/2004
RoHs 2RoHs 2 Annex II (2011/65/EU)

PA5 Plastic in accordance with:

1272/2008 (EU, CLP)
197/2006 Annex XVII
REACH

CE, FDA, and IEC Certified:

2001/95/CE
IEC 61882: 2016
IEC 61511-1: 2016
FDA EU 2002/72 / CE
RoHs
REACHREACH

Patent Protected:

Utility Model 202020000001633.


